Dislocated polyethylene inserts in fixed-bearing total knee arthroplasty.
Three cases of a dislocated polyethylene insert in a fixed-bearing total knee arthroplasty are presented. This brief report demonstrates the presentation of this rare mode of failure and highlights the unique complications associated with its treatment.